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The Single-Use Marked Spring Tip Guidewire is used to endoscopically introduce an esophageal dilator 

within the upper gastrointestinal tract.

None known



8. The guidewire should not be advanced if resistance is met without determining the cause and 

taking  remedial action.

9. Should there occur any irregularities, dispose the instrument and replace it with a new one.



Perform screening endoscopy and identify strictured area. 

Insert the spring tip of the guide wire into the appropriate endoscopic channel and advance until it 

is  endoscopically visualized beyond the tip of the scope.

When the guide wire is in position beyond the strictured area, withdraw the endoscope and slowly insert the 

dilator along the other end of the guide wire to the strictured area.

Marked position of guide wire and dilator should be observed during operation，

to prevent damage to human tissues or organs.

Remove the guide wire and the dilator together after completing the expansion of the strictured area.








